We have developed different types of photodetectors that are based on the photoionization of a gas at a low target density. The almost transparent devices were optimized and tested for online photon diagnostics at current and future x-ray free-electron laser facilities on a shot-to-shot basis with a temporal resolution of better than 100 ns. Characterization and calibration measurements were performed in the laboratory of the Physikalisch-Technische Bundesanstalt at the electron storage ring BESSY II in Berlin. As a result, measurement uncertainties of better than 10% for the photon-pulse energy and below 20 m for the photon-beam position were achieved at the Free-electron LASer in Hamburg ͑FLASH͒. An upgrade for the detection of hard x-rays was tested at the Sub-Picosecond Photon Source in Stanford.
I. INTRODUCTION
For more than 100 years, x-rays have been used to discover the structure of matter in many different disciplines ͑see, e.g., Ref. 1 and references therein͒. With the recent progress in development of free-electron lasers ͑FELs͒ providing femtosecond x-ray pulses of high intensity, even the dynamics of chemical reactions and fast processes in materials may be studied in the near future.
2-4 X-ray lasers also allow us to extend the investigation of strong-field phenomena on photon matter interaction from the optical region to the regime of the classical photoeffect above ionization thresholds. [5] [6] [7] [8] [9] [10] [11] However, for many of these totally new experiments, a reliable online photon diagnostics is mandatory. In particular, the inherent statistical intensity fluctuations of FELs based on self-amplified spontaneous emission ͑SASE͒ require a pulse energy analysis on a shot-to-shot basis. A photodetector has been developed for this purpose that is based on the photoionization of a ͑rare͒ gas and is, thus, radiation hard. 12 In contrast to classical ionization chambers, 13 the new detector is operated at a considerably lower gas pressure. Hence, it is almost transparent and, due to the suppression of secondary ionization processes in the gas and electron instead of ion detection, considerably faster. Moreover, in the vacuum-ultraviolet and soft x-ray regimes, the device is sensitive enough to be absolutely calibrated by using dispersed synchrotron radiation at a low photon intensity. The present work describes operation of those gasmonitor detectors ͑GMDs͒ as permanent parts of the online photon diagnostics at the soft x-ray Free-electron LASer in Hamburg ͑FLASH͒. Moreover, we present extensions of the detector principle toward the determination of the FEL beam position and the measurement of hard FEL x-rays at future facilities in Hamburg ͑European XFEL͒ and Stanford ͑Linac Coherent Light Source͒. First test results obtained at the SubPicosecond Photon Source ͑SPPS͒ in Stanford demonstrate that our GMD for hard x-rays ͑X-GMD͒ represents a useful alternative to x-ray detectors based on scattering and fluorescence. 14, 15 II. GMDs AT FLASH Figure 1 shows the schematic of a GMD as currently used at FLASH. Similar to the former version, 12 electrons and ions generated by photoionization of a target gas at a pressure of around 10 −3 Pa are extracted by an almost homogeneous static electric field and detected by simple electrodes. Both charge signals can be read out in the pulse mode and the ion signal can also be read in the current mode with a͒ Also at Physikalisch-Technische Bundesanstalt, Abbestraße 2-12, 10587 Berlin, Germany. a time constant of 20 s. The device was calibrated in the ion current mode at the laboratory of the PhysikalischTechnische Bundesanstalt ͑PTB͒, which is Germany's national metrology institute, at the electron storage ring BESSY II in Berlin, by using dispersed synchrotron radiation in the microwatt regime and a calibrated photodiode as a standard detector. 16, 17 The resulting spectral responsivity s ion ͑ប͒, which is defined as the ratio between the signal current I ion and the radiant power ⌽, may be expressed, at given photon energy ប, by the quantum efficiency QE ion ͑ប͒ of the detector and the mean charge q͑ប͒ generated per absorbed photon
បkT .
͑1͒
The acceptance length z ion along the photon beam for ion collection and the ion detection efficiency ion are the true calibration quantities because the other quantities are known from literature ͑Boltzmann constant k = 1.381ϫ 10 −23 J K −1 , q͑ប͒ and the total photoionization cross section ͑ប͒ for the respective target ͑rare͒ gas as listed in Table I or accurately determined during the measurements ͑target gas pressure p by using a calibrated spinning rotor vacuum gauge, temperature T by means of a calibrated Pt100 resistance thermometer and, as a result, target particle density n = p / kT͒. The recommended q and values listed in Table I represent a new evaluation and compilation, with respect to the lowest uncertainty, of the experimental data given in Refs. 18-28. In Table II , the z ion ϫ ion values for the four GMDs currently operating at FLASH are listed and were measured with a relative standard uncertainty of 3.5%. Thus, the spectral responsivities s ion of the GMDs may be calculated according to Eq. ͑1͒ with a relative standard uncertainty of better than 7%.
The GMDs may also be used as ion time-of-flight mass/ charge spectrometers in the pulse mode. The drift tube in the ion path ͑see Fig. 1͒ allows this feature to be used for additional photon diagnostics such as higher FEL harmonics that lead to more highly charged ions. The pulse mode for electron detection, on the other hand, is used for fast quantitative FEL pulse energy measurements with a 30 ns temporal resolution. The electron pulse signal is calibrated by online comparison to the calibrated ion current and averaging over many FEL shots
where Q el and s el denote the charge detected per FEL pulse and the spectral responsivity for the electron pulse mode, respectively, and v is the number of FEL pulses per time unit. This cross-calibration procedure finally results in a relative standard uncertainty for the measurement of photonpulse energy on the order of 10%, which is dominated by the inherent statistical shot-to-shot fluctuations of a SASE-FEL like FLASH. The latter is apparent in Fig. 2 , which shows the diagnostics panel in the FLASH control system with information about the FEL pulse energy measured by means of GMD 2. In addition to FEL intensity measurements, each FLASH GMD also allows us to determine the photon beam position. Split electrodes are used for ion and electron detection, as shown in Fig. 1 . [29] [30] [31] Due to the homogeneous extraction field, the charged particles created within a single photon pulse represent, in the plane of the respective split electrode, a projection of the photon beam. The lengths z 1 and z 2 of this projection on each part of a split electrode define the corresponding signal ratio according to
⌬x and b denote the deviation of the beam position from the center and the size of the split electrode in the respective direction perpendicular to the photon beam, as shown in Fig.  1 . Equation ͑3͒ has been experimentally confirmed in the PTB laboratory at BESSY II by moving the GMDs through the temporally and spatially stable synchrotron radiation beam. For the ion current split electrode of GMD 2, the corresponding result is shown in Fig. 3 . At FLASH, the two pairs of two perpendicularly oriented GMDs allow the determination of the horizontal and the vertical beam position at two different locations along the photon beam. Since the uncertainty in the beam position measurement amounts to about 20 m and the two locations along the photon beam are separated by 15 m, the horizontal and the vertical beam direction can be determined online with an uncertainty in the microradiant regime by means of the four FLASH GMDs.
III. GMDs FOR HARD X-RAY FELS
With increasing photon energy, the photoabsorption and the photoionization cross sections of matter generally decrease. Even for xenon, the heaviest rare gas suited to be used as a target in a gas detector, the photoionization cross section at 10 keV photon energy amounts to only about 4 ϫ 10 −20 cm 2 =40 kb ͑Ref. 32͒ and is almost three orders of magnitude less than at 100 eV ͑see Table I͒ . This has to be taken into consideration when extending the GMD principle from the soft to the hard x-ray regime. The classical ionization chamber 13 is one solution of a gas detector with a sufficient sensitivity in the hard x-ray regime. However, the high pressure needed ͑above 1 Pa͒ would lead to space charge effects and secondary ionization processes within the gas that would then considerably reduce the temporal resolution of the detector ͑see, e.g., Fig. 2 in Ref. 33͒. Thus, for pulse-resolved measurements at FELs, we chose, as an alternative, the solution of working with a low target gas pressure but with an open electron multiplier as a signal amplifier for ion detection.
A schematic of our X-GMD suited for operation at target gas pressures below 0.1 Pa is shown in Fig. 4 . The detector was designed to be tested at the SPPS in Stanford, 34 which was, until its shutdown in 2006, a worldwide unique femtosecond x-ray source with a rather moderate photon number per pulse, on the order of 10 6 at the photon energy of 9.4 keV. To further increase the detector sensitivity, the X-GMD has the option to collect photoions created over the comparably large distance of 20 cm along the photon beam by means of an additional extraction field maintained by an aperture system ͑see Fig. 4͒ . Since in the hard x-ray regime, the collection of the highly energetic electrons would require collection and extraction voltages of tens of keV, the X-GMD is restricted to ion detection only. The open multiplier with an open area of 1.5ϫ 1.5 cm 2 and a maximum gain of 3 ϫ 10 6 consists of 25 Al 2 O 3 dynodes and was optimized and, with a pulsed electron gun, tested for high linearity recording from 1 to 10 6 charged particles per pulse without any saturation. The ionization chamber is vacuum sealed by beryllium windows at the photon beam's entrance and exit. Figure 5 shows the spectral responsivity curves of the X-GMD for xenon with a multiplier voltage of U MP = −3.5 kV, i.e., a multiplier gain of 3 ϫ 10 6 , normalized to the target particle density, for photon energies from 4 to 10 keV with and without additional ion collection along the photon beam. The data have been obtained with a relative standard uncertainty of 5% at the four crystal x-ray monochromator beamline of PTB at BESSY II. 35 We compared the X-GMD signal current measured with a Keithley 617 picoamperemeter to the output of a calibrated semiconductor photodiode as secondary standard for radiant power, traceable to a cryogenic radiometer as the primary detector standard. 17 As expected and indicated by the prominent L edges around 5 keV, the calibration curves clearly follow the xenon photoionization cross section ͓see Eq. ͑1͔͒. Moreover, at the photon energy of 9.4 keV, the quantum efficiency QE with additional ion collection along the photon beam can be estimated to be about 3 ϫ 10 −6 for a xenon target gas pressure of 0.1 Pa. However, when testing the X-GMD at the SPPS, the GMDs currently operating at FLASH obtained at two different ion extraction fields ͑200 and 400 V/cm͒. For a given photon energy ប, a total photoionization cross section , and a mean charge q created per absorbed photon according to Table I and a temperature T and a target gas pressure p, the spectral responsivities s ion of the detectors may be calculated according to Eq. ͑1͒ with a relative standard uncertainty of better than 7%, respectively. 
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number of photoions detected per pulse was in the order of 1, i.e., the photon number per pulse was found to be 10 6 or less. Therefore, in order to determine the SPPS output, accumulation over hundreds of x-ray pulses was realized to measure the average pulse intensity by means of a digital storage oscilloscope. Figure 6͑a͒ shows an example of the pulseresolved photoion signal of the X-GMD, averaged over 2126 SPPS photon pulses, which yields an average of 5 ϫ 10 5 photons per SPPS pulse. The sharper peak around 1 s ͑full width at half maximum Ͻ100 ns͒ corresponds to ions collected from the inner detector region near the multiplier, whereas signals arising between 1.8 and 2.5 s are due to ions collected from the outer region within the aperture system along the photon beam ͑Fig. 4͒. The latter vanish when turning off the corresponding divider voltage ⌬U div . The obvious fine structure is explained by the charge distribution and, hence, a corresponding time-of-flight distribution of the photoions. 36 A corresponding structure was also observed at the first peak of photoions generated within the inner region of the GMD. This structure is demonstrated by Fig. 6͑b͒ , which shows the X-GMD signal with the divider voltage ⌬U div turned off. Figure 7 shows the result of an evaluation of the mean photon number per pulse as measured during two shifts at the SPPS in January 2006.
IV. SUMMARY
In summary, we have demonstrated that photodetectors based on the photoionization of ͑rare͒ gases and detection of the charged photofragments represent versatile tools for the online measurement of pulse energies on a shot-to-shot basis at current and future x-ray FEL facilities. At FLASH, we have even extended the principle of our so-called GMDs to the online determination of the beam position. Moreover, to compensate for the lower photoionization cross sections in the hard x-ray regime, an upgrade ͑X-GMD͒ has been presented with signal amplification up to 10 6 by means of an open electron multiplier for ion detection. Our gas detectors have a temporal resolution of better than 100 ns. Measurement uncertainties of below 10% for the pulse energy and about 20 m for the beam position may be achieved. Pulseto-pulse instabilities are dominated by signal statistics and less than 1% for pulses of more than 10 10 photons. 
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